Cystic hematoma formation following use of a biodegradable arrow for meniscal repair.
This is a case report of a cystic hematoma formation following the use of a biodegradable arrow for repair of a medial meniscus tear. A literature search found no previous report of this complication. Open hematoma debridement and arrow removal were effective in the treatment of this complication following all-inside meniscal repair with a biodegradable arrow.